[Automatic determination of triglyceride, cholesterol, glucose and serum uric acid in the screening for preventive medicine (author's transl)].
A centrifuge speed analyzer, used for triglyceride, cholesterol, glucose and serum uric acid determinations, was tested as to linearity, precision, steadiness and accuracy requirements. The results were compared to those obtained by other techniques. Automatic techniques were proved to comply with reliability and practicability requirements, necessary during the screenings for preventive medicine. The centrifuge speed analyzer seems to be particularly fit for the primary prevention trials of coronary heart disease, since the follow-up studies require repeated laboratory examinations.